THE DESIGN AND PERFORMANCE OF A 
CIRCUIT TO MEASURE THE TUNING ERROR OF 
SINGLE-SIDEBAND RADIO RECEIVERS 



David A1 1 en Jones 



Monterey, California 




THES 




THE DESIGN AND PERFORMANCE OF A 
CIRCUIT TO MEASURE THE TUNING ERROR OF 
SINGLE-SIDEBAND RADIO RECEIVERS 

by 

David Allan Jones 

Thesis Advisor: G. Myers 

September 1972 



App/Lovnd iJoA. pabtic. dlit/Libution 

T 149350 



The Design and Performance of a 
Circuit to Measure the Tuning Error of 
Single-Sideband Radio Receivers 



by 



David Allan Jones 
Lieutenant, United States Navy 
B.S., University of Mississippi, 1965 



Submitted in partial fulfillment of the 
requirements for the degree of 



MASTER OF SCIENCE IN ELECTRICAL ENGINEERING 



from the 

NAVAL POSTGRADUATE SCHOOL 
September 1972 



LIBRARY 

NAVAL POSTGRALLiATE SCHOOL 
MONTEREY, CALIF. 93940 



ABSTRACT 

In order to automatically tune a single-sideband (SSB) 
radio receiver to the carrier frequency of a voice-modulated, 
suppressed-carrier , single-sideband radio signal, the differ- 
ence between the frequency of the suppressed carrier and the 
frequency of the local oscillator in the receiver must be 
determined. A circuit which generates a sinusoidal voltage 
of the same frequency as the tuning error is examined analyt- 
ically and experimentally. The design of the circuit is 
based on the principle that vowel sounds in human speech are 
periodic. The Inputs to the circuit are the audio output of 
the SSB receiver for w’hich the. tuning error is desired and 
the audio output of an envelope detector which amplitude 
demodulates the SSB radio signal. The envelope detector 
provides a reference signal which is a harmonic of the 
fundamental modulating frequency of the SSB radio signal. 

This reference signal and the SSB receiver audio are non- 
linear processed to generate the error voltage. Receiver 
tuning errors as small as 0.1 Hertz vjere measured using this 
circuit . 
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I. INTRODUCTION 



In single-sideband (SSB) communications, the carrier and 
one of the sidebands are suppressed. This provides two 
distinct advantages of single-sideband modulation as compared 
with double-sideband amplitude modulation (AM). The band- 
width required for transmission of a given signal by SSB is 
one-half the bandwidth required for transmission of the same 
signal by AH and less distortion is caused by the propogatlng 
medium because of. the reduced bandwidth. 

The primary disadvantage of SSB is the requirement for 
coherent detection to recover the modulating signal exactly. 
That is, the frequency and phase of the carrier must be 
knov.’n precisely at the receiver. This is a distinct problem 
since in SSB communications, the carrier is suppressed and 
not directly available at the receiver. In some communica- 
tion systems this problem is avoided by Inserting a portion 
of the carrier so that it is available at the receiver, at 
the expense of signal-t o-noise ratio for a fixed amount of 
transmitter pov:er available. There is a need for a system 
which is capable of determining the frequency and phase of 
the suppressed carrier without the sacrifice made by the 
Insertion of a pilot carrier at the transmitter. In voice 
communications, since the human ear is insensitive to phase 
distortion, the problem reduces to determination of frequency 
alone. It is desirable to tune the receiver to this fre- 
quency without the aid of an operator. 
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Reference 1 investigates a method for the determination 
of the frequency of the suppressed carrier. The method 
utilizes Information contained in the envelope of the trans- 
mitted signal. However, it requires that an operator 
observe a waveform on an oscilloscope and tune the receiver 
until a particular pattern is observed on the ' oscilloscope 
face. It is not apparent that this method can be used in 
the realization of a fully automatic system but the informa- 
tion contained in the envelope of the transmitted signal may 
be extracted by some other means to provide automatic 
operation. 

This report investigates an experimental system which 
utilizes the envelope of the transmitted signal along with 
the normal product detected signal to generate an error 
signal when the modulating signal is periodic. This error 
signal has a waveform which can be converted to a control 
signal for fully automatic determination of the frequency of 
the suppressed carrier. 

For the transmission of speech, the experimental system 
considered is based on the concepts that the envelope of the 
transmitted signal contains harmonics of the fundamental 
voice frequency of the speaker and that product detection of 
the transmitted signal provides Information related to the 
fundamental voice frequency of the speaker and the receiver 
tuning error. A reference signal is generated by envelope 
detecting the transmitted signal and narrowband filtering to 
obtain a single harmonic of the fundamental voice frequency 
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of the speaker. The frequency of this harmonic is not 
affected by receiver tuning since it is assumed that the 
transmitted signal is in the passband of the receiver. 

Another signal is generated by product detecting the trans- 
mitted signal and narrov;band filtering to obtain a signal 
whose frequency is a harmonic of the fundamental voice 
frequency of the speaker only if the local oscillator of the 
receiver is tuned to the frequency of the suppressed carrier. 
If the local oscillator of the receiver is not tuned to the 
frequency of the .suppressed carrier, the signal passed by 
the narrovrband filter differs in frequency from the harmonic 
of the fundamental voice frequency of the speaker by an 
amount equal to the receiver tuning error. 

V/e now have tv;o signals which together contain the 
essential information for the determination of the frequency 
of the suppressed carrier. Here we elect to do nonlinear 
processing, in the form of analog voltage multiplication, 
to extract the receiver tuning error. The envelope detector 
output and product detector output are multiplied and the 
result is lov.’pass filtered. The output of the lowpass filter 
is a sinusoidal signal v;hose frequency is equal to the 
receiver tuning error. 

A detailed analysis of the predicted performance of the 
experimental system, for a periodic modulating signal, is 
contained in Chapter II. The results obtained by examining 
the performance of the experimental system are contained in 
Sections A and E of Chapter III. It is of interest to 
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observe the performance of the experimental system when the 
modulating signal is normal speech. Section C of Chapter 
III contains observations of interest for this case. A 
brief description of the experimental system and the equip- 
ment utilized in the verification of its performance is 
contained in Chapter IV. Conclusions and recommendations 
for further study are contained in Chapter V. Pour appen- 
dices contain supporting analyses. 
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II. ANALYSIS OF THE EXPERIMENTAL SYSTEM 



In this chapter we derive an expression for the error 
voltage, e(t), generated by the experimental system. We 
begin by reviewing some of the characteristics of human 
speech. 

In general, human speech is random in nature. It is not 
possible to write an analytic expression which precisely 
represents human speech. Hov/ever, the vowel sounds in human 
speech are periodic [Ref. 2, p. 323]- Consequently, these 
sounds can be represented by a sum of harmonically related 
sinusoidal terms of the form 

a, cos (i)«t + a-cos 2aj.t + ... + a cos no^t, (1) 

1 0 2 0 n 0 

v/here Uq is the fundamental voice frequency and a^,a 2 ,...,a^ 
are constants. 

The fundamental voice frequency, Uq, Is speaker depen- 
dent and is in the range from 90 Hertz to 250 Hertz. The 
fundamental voice frequency of an average adult male speaker 
is about 130 Hertz [Ref. 1, p. 19]* 

In the follov;ing derivation we assume a very simple, 
vov.'el-llke sound v.'hlch consists of a fundamental frequency, 
the third harmonic of the fundamental frequency and the sixth 
harmonic of the fundamental frequency. The coefficients a^, 
a^j and a^ are assum.ed to be equal to one for simplicity. 

Thus the source signal v(t) has the form 

v(t) = cos (jjQt + cos 3^Qt + cos 6(i)Qt. (2) 
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The source signal, v(t) is the voltage waveform of the 
input to the experimental system shown in block diagram form 



as Fig. 1. 



r(t) 




(t) 



n 




v(t) e(t) 



Figure 1. BLOCK DIAGRAM OF THE EXPERIMENTAL SYSTEM 



A. SINGLE-SIDEBAND MODULATION AND DEMODULATION 

In voice communication a bandpass filter is commonly 
used to limit the frequency range of the source signal. The 
band limits are typically 300 Hertz and 3500 Hertz which are 
compatible with the response of the human ear [Ref. 3, p. 6l]. 
The message function m(t) is obtained by passing the source 
signal, v(t), through such a filter. Since fQ = u)Q/2ir is 
less than 300 Hertz, v;e obtain 

m(t) = cos 3wQt + cos Gto^t. (3) 
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1. Modulation 



If the message function, m(t), is used to single- 
sideband modulate a carrier function c(t) of the form 

c(t) = cos u^t, (k) 

it can be shown that the transmitted function is either 

r(t) = cos (u)^ + 3wQ)t + cos (oj^ + 6ojQ)t, (5) 

the upper-sideband signal or 

q(t) = cos (oj^ - 3wQ)t + cos (o)^ - 6o)Q)t, (6) 

the lower-sideband signal. 

The transmitted function is assumed to be the upper- 
sideband signal, r(t), throughout this report. The analysis 
of the lov.'er-sideband signal, q(t), is similar to that which 
follows . 

2 . Demodulation 

Demodulation of a single-sideband signal is achieved 
by multiplying the received signal by an appropriate detec- 
tion function and lov;pass filtering. 

If v;e assume that the received signal is the same as 
the transmitted function, r(t), and that the detection 
function d(t) is of the form 

d(t) = 2 cos w^t , (7) 

multiplying r(t) and d(t) and lowpass filtering we obtain 
the product detected function p(t) in the form 
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p(t) = cos (co^ + 3 wq - + cos (o)^ + 6 o)q - ( 8 ) 

If (ii, is the same as u . Eq. 8 reduces to 
d c 

p(t) = cos St^Qt + cos Sio^t , (9) 

which is the same as the message function, m(t), in Eq. 2. 
Hov/ever, since is not generally known precisely, there 

may be an error of the form 

6 = w , - 0) (10) 

d c • 

and Eq. 8 becomes 

p(t) = cos ( 3 wq - 6 )t + cos ( 6 ( 0 q - 6 )t. ( 11 ) 

Since is the frequency of the local oscillator in the 
receiver and is the frequency of the suppressed carrier, 

6 is the receiver tuning error. 

If we can determine 6 by some means, we can find 

f 

(0^ = - 6 . (12) 

Substituting Eq. 10 into Eq. 12 we obtain 

0) , = u . (13) 

d c 

If v;e change the detection function by retuning the receiver 
v/e obtain 

d'(t) = 2 cos t ( 1 ^) 
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and Eq. 8 becomes 



p(t) = cos S^Qt + cos (15) 

which is the same as the message function, m(t), in Eq. 2. 

The remainder of this chapter is concerned with the 
determination of the receiver tuning error, 6. 

B. DETERMINATION OF THE RECEIVER TUNING ERROR 



It is shown in Appendix A that the envelope E(t) of 
the transmitted function, r(t) in Eq . 5, has the form 



E(t) = 2 cos t. 



( 16 ) 



which is independent of w , the suppressed carrier radian 

c 

frequency . 

The output of the envelope detector (full-wave rectifier), 
n(t), v;hen excited by the received signal, which is assumed 
to be the same as the transmitted function, r(t), is the 
absolute value of E(t). 

Utilizing the derivation of Appendix B, we find that 

h h 2. (-l)^‘'’^i<cos Bnu^t 

n(t)= — + :r— cosS^nt-T— cos6u„t + ...+ s , (17) 

^ 3^ 0 7^ 0 (Ijn^-DTT 



which is independent of , the frequency of the suppressed 
carrier, and the frequency of the local oscillator in 

the receiver. This result is fundamental to the tuning 
method considered in this investigation. That is, since 
n(t) does not depend on v;e can use n(t) as a reference 
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signal to Indicate the correct frequencies of the sinusoidal 
components of the message function, m(t). The single side- 
band receiver Is tuned until the frequencies of the slnu-- 
soldal components of p(t) exactly match those of n(t). 

This Investigation, then. Is concerned with means of 
determining v;hen that match is effected. 

After bandpass filtering p(t) In Eq. 11 and n(t) In 
Eq. 17, we obtain 

p^(t) = cos (3 wq - 6)t (18) 

and 

ni(t) = cos 3wQt. (19) 

The error voltage e(t) Is obtained by voltage multiplying 
n,(t) • p,(t) = ^ cos 6t + ~ cos (6co^ - 6)t (20) 

1 1 jTT jTT U 

and lov;pass filtering which gives 

e(t) = ^ cos 6t, (21) 

a function of the difference of the suppressed-carrier 
frequency and the receiver local-oscillator frequency. 

C. EXTENSION OF THE SIMPLE VOWEL MODEL 

Based on the knowledge that vov/el sounds can be repre- 
sented by the expression In Eq. 1 and that the envelope 
detected function, n(t), is independent of and we 

generalize the derivation of the error voltage, e(t), by 
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assuming that vowel sounds are sustained in normal speech 
such that the error voltage, e(t), is generated. We also 
assume that e(t) exists for a duration such that 6 can be 
determined . 

Since the average duration of vowel sounds is about 
300 milliseconds in normal speech [Ref. 4, p. 121], and since 
we can expect the error voltage, e(t), to be of the form of 
Eq. 21 while vowel sounds are present, the minimum average 
tuning error that we can expect to detect is one which has 
a half-period of about 300 milliseconds. This places a 
theoretical limit of about 1.6? Hertz on the average minimum 
detectable tuning error when human speech is the source 
signal, v(t). 
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III. EXPERIMENTAL RESULTS 



In this chapter, the performance of the experimental 
system Is presented by considering the voltage waveforms 
at various points in the experimental system. Two different 
source signals are considered when the receiver tuning error 
is 10 Hertz and when the receiver tuning error is less than 
one Hertz. The two source signals are a two-tone message 
function and the sustained vowel sound, long e- as in "be." 

A block diagram of the experimental system, with the points 
labeled. Is shown as Fig. 1 (Chapter II). 

In addition to the two source signals above. It is of 
Interest to observe the performance of the experimental 
system when the source signal is normal speech. This Is 
done in Section C of this chapter. 

Throughout this chapter, the upper oscilloscope trace 
of a two trace photograph is referred to as trace A and 
the lower trace is referred to as trace B. 

A. TWO-TONE MESSAGE FUNCTION 

The voltage waveforms of the message function, m(t), and 
the transmitted function, r(t), are shown In Fig. 2 as 
trace A and trace B respectively. The voltage waveforms 




Figure 2. VOLTAGE WAVEFORMS OF m(t) AND r(t) FOR 
TWO-TONE MESSAGE FUNCTION 
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of the message function, m(t), and the transmitted function, 
r(t), are unaffected by receiver tuning. 

The voltage waveforms of the product detected function, 
p(t), and the envelope detected function, n(t), are shown 
in Fig. 3 as trace A and trace B respectively. 




(a) 10 Hertz Error (b) 0.2 Hertz Error 



Figure 3. VOLTAGE WAVEFORMS OF p(t) AND n(t) FOR 
TWO-TOME MESSAGE FUNCTION 

We observe that the period of p(t) (trace A) is slightly 
greater in Fig. 3(a) than in Fig. 3(b) which indicates that 
the sinusoidal terms are of different frequencies. We 
observe also that the period of m(t) (trace A of Fig. 2) 
is very nearly the same as the period of p(t) (trace A of 
Fig. 3(b)) when tuning error is small. 

From the voltage waveforms of n(t), we observe that 
the period of n(t) is unaffected by receiver tuning error. 

The difference between the voltage waveform of n(t) and the 
envelope of the transmitted function, r(t), (trace B of 
Fig. 2) is attributed to the fact that the envelope detector 
is not designed to follow the envelope of an SSB signal. 

The voltage waveforms of p^(t) and n^(t), the outputs of 
the narrowband filters of Fig. 1, are shown in Fig. 4(a) and 
4(b) respectively. We observe in Fig. 4(a) that the frequency 
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(a) 10 Hertz Error (b) 0.2 Hertz Error 

Figure VOLTAGE WAVEFORMS OF p, (t) AND n, (t) 

FOR TWO-TONE MESSAGE FUNCTION ^ 



of p^(t) is different from the frequency of n^(t) while in 
Fig. i4(b) the frequencies are very nearly the same. Using 
a frequency counter, the frequency difference observed in 
Fig. ^(a) is found to be 10 Hertz, which is the same as 
the receiver tuning error. 

The voltage waveform of the error voltage, e(t), is 
shown as Fig. 5- We observe that e(t) is sinusoidal and 





(a) 10 Hertz Error (b) 0.2 Hertz Error 

Figure 5. VOLTAGE WAVEFORM OF e(t) FOR 
TWO-TONE MESSAGE FUNCTION 



and that the frequency of e(t) is equal to the receiver 
tuning error. 

Therefore, for the two-tone message function, we observe 
that the experimental system performs as predicted. Using 
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the experimental system with the two-tone message function, 
tuning errors as small as 0.1 Hertz are measured. This 
ability to measure small tuning errors suggests use of the 
system to determine frequency changes, such as doppler 
shift, which occur during transmission. 

B. SUSTAINED VOWEL SOUND 

For the sustained vowel sound long e as in "be," the 
voltage waveforms of the message function, m(t), and the 
transmitted function, r(t), are shown in Fig. 6 as trace A 
and trace B respectively. As with the two-tone message 




Figure 6. VOLTAGE WAVEFORMS OF m(t) AND r(t) 

FOR SUSTAINED VOWEL SOUND 

function, these waveforms are unaffected by receiver tuning. 

The voltage waveforms of the product detected function, 
p(t), and the envelope detected function, n(t), are shown 
in Fig. 7 as trace A and trace B respectively. 



(a) 10 Hertz Error (b) 0.5 Hertz Error 

Figure 7. VOLTAGE WAVEFORMS OF p(t) AND n(t) 
FOR SUSTAINED VOWEL SOUND 
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We observe that the period of p(t) (trace A) Is greater 
in Fig. 7(a) than in Fig. 7(b) which indicates that the 
sinusoidal terms are of different frequencies. We observe 
also that the period of m(t) (trace A of Fig. 6) is very 
nearly the same as the period of p(t) in the case of small 
tuning error (trace A of Fig. 7(b)). 

The period of n(t) is observed to be unaffected by 
receiver tuning. The distortion of n(t) when compared with 
the envelope of r(t) (trace B of Fig. 6) is again attributed 
to the design of the envelope detector. 

The voltage waveforms of p^(t) and n^(t), the outputs 
of the narrowband filters of Fig. 1, are shown in Fig. 8 
as trace A and trace B respectively. The frequency of 




(a) 10 Hertz Error (b) 0.5 Hertz Error 



Figure 8. VOLTAGE WAVEFORMS OF p, (t) and n (t) FOR 
SUSTAINED VOWEL SOUND 

p^(t) in Fig. 8(a) is observed to differ from the frequency, 
of n^(t) in Fig. 8(a) by 10 Hertz, the receiver tuning 
error, while the frequency of p^(t) and n^(t) are very 
nearly the same in Fig. 8(b). 

The voltage waveform of the error voltage, e(t), is 
shown as Fig. 9. We observe that e(t) is sinusoidal and 
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Figure 9. VOLTAGE WAVEFORM OF e(t) FOR 
SUSTAINED VOWEL SOUND 



that the frequency of e(t) is equal to the receiver tuning 
error. Therefore, for the sustained vowel sound, we observe 
that the experimental system performs as predicted. Using 
the experimental system with the sustained vowel sound, 
tuning errors as small as 0.4 Hertz are measured. 

C. SPEECH 

In this section we observe the performance of the exper- 
imental system when the source signal is human speech. The 
error voltage is not sinusoidal since the modulating voltage 
is not periodic. However, it is observed that the reference 
signal n^(t) is sinusoidal and its frequency is a harmonic 
of the fundamental voice frequency of the speaker. Figure 
10 is the voltage waveform of n^(t) when the modulating 
signal is speech. 




Figure 10. VOLTAGE WAVEFORM OF n^(t) FOR SPEECH 
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For vowel sounds, it is observed that the magnitude of 



the envelope of n^(t) increases. Further, 
is approximately constant for the duration 
sound. 



this envelope 
of the vowel 
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IV. EXPERIMENTAL APPARATUS 



This chapter describes the error signal generator and 
the equipment used to verify the performance of the 
experimental system. 

A. THE ERROR SIGNAL GENERATOR 

The error signal generator consists of two identical 
bandpass filters 3 an analog voltage multiplier and a lowpass 
filter connected as shown in Fig. 11. 




ERROR 

VOLTAGE 



Figure 11. BLOCK DIAGRAM OF THE ERROR SIGNAL 
GENERATOR 

1 . The Bandpass Filters 

The bandpass filters are six pole elliptical filters 
v:ith a center frequency of 350 Hertz and a bandv/idth 100 
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Hertz. Since the operating frequencies of the filters are 
relatively low, the filters are realized as active filters 
to avoid the use of large inductors normally associated 
with lov;-frequency filters. The operational amplifiers used 
in the realization of the filters are Signetics N5558 Dual 
Operational Amplifiers [Ref. 5, P- 65 ]. The synthesis of 
the bandpass filters is described in Appendix C. 

2 . The Voltage Multiplier 

The voltage multiplier is a Hybrid Systems Corpora- 
tion Model 107 c analog multiplier/divider which requires no 
external components [Ref. 6]. The divide and square-root 
functions of the 107C are not used in this application. 

3 . The Lov;pass Filter 

The lov;pass filter is a flth-order Butterworth 
lov;pass filter. A cut-off frequency of 30 Hertz is selected 
since it is assumed that the receiver is tuned to within 
30 Hertz of the carrier frequency prior to the utilization 
of the error signal generator. The synthesis of the lowpass 
filter is described in Appendix D. 

B. THE SINGLE-SIDEBAND MODULATOR 

The single-sideband modulator is a T-827/URT radio 
transmitter, v;hich is the transmitter of the Radio Set 
AN/V/RC-IB, operated in the upper-sideband mode. It has an 
operating range of 2.0 to 29-9995 megahertz and employs 
digital tuning to automatically tune to any one of 280,000 
channels in 100 Hertz steps. The frequency generation 
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circuits are referenced to a stable master oscillator 

O 

with a stability better than 1 part in 10° per day [Ref. 7]. 

C. THE PRODUCT DETECTOR 

The product detector is an R-1051B/URR radio receiver 
which is operated in the upper-sideband mode. It has an 
operating range of 2.0 to 30.0 megahertz and employs 
digital tuning to automatically tune to any one of 280,000 
channels in 100 Hertz steps. Like the single-sideband 
modulator, the product detector has frequency generating 
circuits which are referenced to a stable master oscillator 

g 

v;ith a stability better than 1 part in 10 per day. Optional 
vernier tuning is provided for continuous tuning over a 
1.0 kilohertz range [Ref. 7]. 

In the vernier tuning mode, the receiver frequency may 
be calculated to within one Hertz by measuring the frequency 
of the vernier oscillator. By modifying the vernier tuning 
circuit as shown in Appendix A of Ref. 1, the receiver 
frequency may be calculated to within 0.33 Hertz. This 
allov/s determination of the receiver tuning error to within 
0.33 Hertz. Smaller errors are measured by observing the 
error voltage e(t) trace on the oscilloscope face. 

D. THE ENVELOPE DETECTOR 

The envelope detector is another R-1051B/URR radio 
receiver. Since the time constants of the diode detector 
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in the R-IO 5 IB/URR are not designed to follow the envelope 
of a single-sideband signal, some distortion is introduced. 

E. OTHER EQUIPMENT 

The oscilloscope is a general purpose laboratory oscil- 
loscope (Tektronix 531A). Single-sweep triggering is 
achieved by applying a short duration pulse to the external 
sweep-triggering input to obtain photographs. 

Two signal generators (V/avetex l42) are used to generate 
the tv70-tone message function by summing the output of each 
signal generator with the operational amplifier mixer shown 
as Fig. 12. 



R R 




Figure 12. THE TWO-TONE GENERATOR 
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V. CONCLUSIONS AND RECOMMENDATIONS 



A. CONCLUSIONS 

We have shown that a single-sideband modulated signal 
contains all of the necessary information for determining 
the frequency of the suppressed carrier when the modulating 
signal is periodic. The experimental system has been demon- 
strated to be capable of extracting the receiver tuning 
error by nonlinear processing of the single-sideband modu- 
lated signal. Errors as small as 0.1 Hertz v;ere measured. 

The results of this investigation lead to the following 
conclusions : 

(1) Since the output of the experimental system is 
sinusoidal for a periodic modulating signal, it can be used 
to automatically tune the receiver to the frequency of the 
suppressed carrier by frequency detecting, level adjusting 
and applying the resultant d.c. level to a voltage controlled 
oscillator in the receiver. 

(2) The detectable frequency error is inversely propor- 
tional to the duration of the periodic modulating signal. 

(3) Given a means to gate the tv;o demodulated signals 
into the error signal generator whenever vowel sounds are 
present, the experimental system might be used to auto- 
matically tune the receiver when the modulating signal is 
normal speech. The detectable frequency error then becomes 
limited by the duration of the vov;el sounds. 
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B. RECOMMENDATIONS FOR FURTHER STUDY 



This Investigation was limited to one form of nonlinear 
processing of the single-sideband modulated signal. Linear 
processing may be used to better advantage to automatically 
tune the SSB receiver. 

Two topics of Interest which require further investiga- 
tion are suggested below. 

(1) It is observed that the envelope detected signal is 
distorted due to the design of the demodulator. It is 
suggested that an. amplitude demodulator can be designed 
which will follow accurately the envelope of the SSB signal. 

(2) It is observed that the outputs of the narrowband 
filters are amplitude modulated vjhen the modulating signal 
is normal speech. It is suggested that hard limiting of 
these outputs might result in improved performance of the 
experimental system v;lth speech as the modulating signal. 



APPENDIX A 



DERIVATION OP THE EXPRESSION 
FOR THE ENVELOPE OF THE TRANSMITTED FUNCTION 

Beginning with the expression for the transmitted 
function 

r(t) = cos (w^ + 3o)Q)t + cos (a)^ + 6o)Q)t , 
v;e form the Hilbert transform 

r(t) = sin (oj^ + 3oQ)t + sin (w^+6o)Q)t , 

As shown in Ref. 3 > the envelope E(t) of a function r(t) 
E(t) = [r^(t) + r^(t)]^/^ . 

We find that 

r^(t) = cos^ (cj^+3‘ijQ)t + cos^ (a}^+6cjQ)t 
+ 2 cos (ii)^ + 3wQ)t cos (o)^+6uQ)t 

and 

r^(t) = sin^ ((D^+3wQ)t + cos^ (to^+6ajQ ) t 

+ 2 sin (o)^+3wQ)t sin (oj^+Swq)! . 

Taking the sum of Equations (A^O and (A5) and using 
trigonometric substitution, v;e find 

r^(t) + r^(t) = 2(1 + cos 3wQt) . 



(Al) 



(A2) 

is 

(A3) 



(A4) 



(A5) 



(A6) 
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Further trigonometric substitution yields 



E(t) = 2 




(A7) 



the envelope of the transmitted function r(t). 
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APPENDIX B 



DETERKINATION OF THE ABSOLUTE VALUE OP cos x 



The function, |cos x|, can be written as the product of 
cos X and an appropriate square v;ave. Using the Fourier 
cosine series expansion for a square wave of amplitude of 
plus one or minus one and period of 2tt, vje can write 



|cos x| 



£. + ^ (-1)^'*'^ ^ cos 2nx 

^ n=l (4n^-l)TT 



(Bl) 
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APPENDIX C 



SYNTHESIS OP THE BANDPASS FILTERS 



We want to synthesize two, identical bandpass filters 
with the following characteristics: (1) center frequency of 

350 Hertz; (2) bandwidth of 100 Hertz; (3) transmission 
zeros at zero Hertz, 2^15 Hertz, 455 Hertz and 700 Hertz; and 
(4) stopband attenuation at least 40 db below that of the 
passband . 

Utilizing the IBM 360/6? Scientific Library Subroutine 
LISA, a six pole elliptical filter with the transfer 
function 



v;here s^ = s/to and co = 2ti(350), Is found to meet all the 
design criteria. 

To realize the filters, we first look at the four 
factors of Eq. Cl. Three of them have the form 



for n = 2,3 and 4. The other factor H^(s) has the form 




s^(s^^ + 4.0)(s^^ + .49 )(Sq^ + 1.69) 



(Cl) 




(C2) 




(C3) 
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The transfer function H^(s) is observed to be the 
transfer function of the differentiator circuit shown as 
Pig. Cl, where RC = 1/u. 



R 




Figure Cl. CIRCUIT DIAGRAM OF SECTION ONE OF THE 
BANDPASS FILTER 



H^(s) is in the biquadratic form. The circuit diagram 
of a biquadratic section is shown in Fig. C2. 



R7 




Figure C2. CIRCUIT DIAGRAM OF THE BIQUADRATIC SECTION 






By observation. 



, V V 

V = - -1- (-IN + _OUTn 



^=1 ^ Ri 



R, 



(C4) 



V„ = - 4- (!i . !£) 

" - V.p^n /J 



B 



^3 



(C5) 



^5 

V = - —2. V 
C Rg OUT ' 



(C 6 ) 



and 



V 



OUT 



- "-if ^ 'k|> 



(C7) 



Solving Eq. C4, C5 > C 6 and C7 simultaneously, we obtain 



V 



OUT 



V 



IN 



R. 



s2 



R. 
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R, 



(C 8 ) 



C2«hV8 



s + 



CiC2R2^3^8 



If we let R 2 =R^=R^=Ry=R 0 =R^=R and C^=C 2 =C, Eq. C 8 reduces to 



V 



OUT 



„2^2 2 R 
R C s + 5 — 

^1 



V 



IN 



Tj2p2 2 , R Dfc. j. R 
RCs +— RCs+ s— 
Rg R 2 



(C9) 
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Now if RC = 1/co, = R/R^, b = R/Rg and = R/R 2 , 



then 



V, 



OUT 




(CIO) 



Therefore, is realized by the circuit shown as Fig. C2 

with the component values properly selected. 

\Je can nov; realize H(s) by cascading the four sections 
which we realized- Individually. Since we utilized operational 
amplifiers as the basic building blocks in the synthesis, we 
do not encounter Impedance matching problems normally associ- 
ated v;ith cascade filter sections because the output imped- 
ances of the operational amplifiers are near zero ohms and 
the input impedances are on the order of kllohms. 

Figure C3 is the plot of the magnitude of the frequency 
response of the synthesized filter. The vertical displace- 
ment is measured in decibels and the horizontal displacement 
in Hertz. 
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Figure C3. MAGNITUDE PLOT OF H(f) FOR THE BANDPASS FILTER 
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APPENDIX D 



SYNTHESIS OF THE LOV/PASS FILTER 

We want to synthesize a lowpass filter with the 
follov;lng characteristics: (1) cut-off frequency of 30 

Hertz; and (2) 100 db per decade attenuation of frequencies 
greater than cut-off. 

Such a filter Is found to be a fifth-order Butterworth 
filter [Ref. 8, p. 26]. Using the tabulated values for the 
capacitances [Ref., 8, p. 125], and frequency scaling to 
provide the proper cut-off frequency, we obtain the transfer 
function 



H(s) 



2 ^ 3.0 

s^ + 9.708s^ + 47.12i|s^ + 1^11. 372s^ + 262.1l6s + 2 ^ 13-0 



(Dl) 



The realization of H(s) Is shov;n In Fig. Dl. 
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Figure D2 is the plot of the magnitude of the frequency 
response of the synthesized filter. The vertical displace- 
ment is measured in decibels and the horizontal displacement 
in Hertz. 







Figure D2. MAGNITUDE PLOT OF H(f) FOR THE LOV/PASS FILTER 
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